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ABSTRACT 


In  response  to  intensified  urine  testing  for  illicit 


drugs,  drug  users  have  attempted  to  falsify  results  by 


several  schemes  including  in  vitro  adulteration  of 


specimens.  Additives  that  were  claimed  to  invalidate 


enzyme  immunoassay  (EIA)  drug  assays  were  investigated.  An 


investigation  was  also  undertaken  to  determine  whether 


adulterated  urines  could  be  identified  so  they  might  be 


rejected. 


Adulterants  were  added  at  several  concentrations  to 


222  EIA  positive  specimens  confirmed  by  gas  chromotoqraphy 


and  mass  spectrometry  (GC/MS)  for  illicit  drugs.  Specimens 


were  reanalyzed  by  the  EIA  screening  procedures  using  a 


Hitachi  704  analyzer. 


At  the  highest  concentration  evaluated,  the  adul¬ 


terants  (NaCl,  Visine,  Vestal  medicated  liquid  handsoap. 


liquid  Drano,  liquid  Chlorox  bleach,  Heinz  vinegar,  golden 


seal  tea,  and  Real  Lemon  concentrated  lemon  juice) 


interfered  with  the  drug  assays  differently.'  Amphetamine 


assays  were  affected  by  NaCl,  Drano  and  bleach.  Bar¬ 


biturate  assays  were  affected  by  liquid  handsoap,  Drano 


and  bleach.  Benzodiazepine  assays  were  affected  by  Visine, 


liquid  handsoap,  Drano  and  bleach.  Cocaine  assays  were 


affected  by  NaCl,  Drano  and  bleach.  Opiate  assays  were 
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affected  by  NaCl,  Drano  and  bleach.  The  marijuana  assays 
were  affected  by  all  except  the  lemon  juice.  The  assays 
were  unaffected  at  lower  concentrations. 

To  identify  adulterated  urines,  we  monitored  pH, 
relative  density,  urine  color  and  turbidity  at  adulterant 
levels  which  falsified  the  EIA  results.  Specimens 
contaminated  with  NaCl  had  specific  gravities  greater  than 
1.035.  Liquid  Drano,  bleach  and  vinegar  produced  a  urine 
pH  outside  of  the  physiological  range.  Golden  seal  tea 
caused  a  dark  appearance,  and  specimens  containing  liquid 
soap  were  unusually  cloudy.  Lemon  juice  had  no  effect  on 
the  assays.  Visine  was  the  only  adulterant  not  detected. 

Because  EIA  can  be  invalidated  by  specimen  adultera¬ 
tion,  drug  testing  should  include  assessment  of  pH, 
specific  gravity  and  appearance.  Suspect  specimens  should 
be  rejected.  Because  not  all  adulterants  can  be  detected, 
observed  collection  is  recommended. 
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ABSTRACT 


In  response  to  intensified  urine  testing  for  illicit 
drugs,  drug  users  have  attempted  to  falsify  results  by 
several  schemes  including  in  vitro  adulteration  of 
specimens.  Additives  that  were  claimed  to  invalidate 
enzyme  immunoassay  (EIA)  drug  assays  were  investigated.  An 
investigation  was  also  undertaken  to  determine  whether 
adulterated  urines  could  be  identified  so  they  might  be 
rejected. 

Adulterants  were  added  at  several  concentrations  to 
222  EIA  positive  specimens  confirmed  by  gas  chromotography 
and  mass  spectrometry  (GC/MS)  for  illicit  drugs.  Specimens 
were  reanalyzed  by  the  EIA  screening  procedures  using  a 
Hitachi  704  analyzer. 

At  the  highest  concentration  evaluated,  the  adul¬ 
terants  (NaCl,  Visine,  Vestal  medicated  liquid  handsoap, 
liquid  Drano,  liquid  Chlorox  bleach,  Heinz  vinegar,  golden 
seal  tea,  and  Real  Lemon  concentrated  lemon  juice) 
interfered  with  the  drug  assays  differently.  Amphetamine 
assays  were  affected  by  NaCl,  Drano  and  bleach.  Bar¬ 
biturate  assays  were  affected  by  liquid  handsoap,  Drano 
and  bleach.  Benzodiazepine  assays  were  affected  by  Visine, 
liquid  handsoap,  Drano  and  bleach.  Cocaine  assays  were 
affected  by  NaCl,  Drano  and  bleach.  Opiate  assays  were 


affected  by  NaCl,  Drano  and  bleach.  The  marijuana  assays 
were  affected  by  all  except  the  lemon  juice.  The  assays 
were  unaffected  at  lower  concentrations. 

To  identify  adulterated  urines,  we  monitored  pH, 
relative  density,  urine  color  and  turbidity  at  adulterant 
levels  which  falsified  the  EIA  results.  Specimens 
contaminated  with  NaCl  had  specific  gravities  greater  than 
1.035.  Liquid  Drano,  bleach  and  vinegar  produced  a  urine 
pH  outside  of  the  physiological  range.  Golden  seal  tea 
caused  a  dark  appearance,  and  specimens  containing  liquid 
soap  were  unusually  cloudy.  Lemon  juice  had  no  effect  on 
the  assays.  Visine  was  the  only  adulterant  not  detected. 

Because  EIA  can  be  invalidated  by  specimen  adultera¬ 
tion,  drug  testing  should  include  assessment  of  pH, 
specific  gravity  and  appearance.  Suspect  specimens  should 
be  rejected.  Because  not  all  adulterants  can  be  detected, 
observed  collection  is  recommended. 
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INTRODUCTION 


In  the  past  five  years,  a  growing  public  concern  over 
the  use  of  illicit  drugs  in  the  workplace  has  led  to  an 
interest  in  urinalysis  as  a  way  to  detect  and  deter  drug 
use  ( 1.)  .  Testing  for  illicit  drugs  in  urine  has  been 
suggested  and,  in  many  cases,  implemented  for  prospective 
and  current  employees  in  industry;  for  personnel  of  the 
armed  forces;  for  parolees  and  bail  seekers  in  civilian 
court  systems;  for  workers  in  the  transportation  industry; 
and  for  individuals  who  serve  as  role  models,  such  as 
atheletes  (2).  Two  factors  have  led  to  the  widespread  use 
of  urinalysis  for  drugs:  technical  developments  in  testing 
methods  (e.g.,  the  development  of  the  Syva  EMIT  d.a.u. 
procedures)  (3)  and  the  growing  demand  for  drug  testing  by 
industry  (4).  Society  is  becoming  increasingly  aware  of 
the  negative  impact  of  drug  use  on  public  safety  and  of  the 
financial  impact  on  industry  of  drug  abuse  related  absence, 
decreased  safety  and  lost  productivity.  The  reported 
annual  cost  of  productivity  loss  and  health  care  claims  of 
employees  who  abuse  drugs  has  been  estimated  at  $33 
billion  in  the  United  States  {3). 

Effective  programs  for  the  detection  of  illicit  drugs 
in  human  urine  specimens  are  best  accomplished  with 
sensitive  drug  testing  procedures.  Because  of  the  numerous 


legal  features  of  drug  detection  programs  ( 3J ,  the 
analytical  results  must  be  unquestionably  reliable  and  able 
to  withstand  vigorous  legal  scrutiny. 


Drug  testing  laboratories  are  being  required  to 
develop  extensive  systems  to  produce  results  that  are 
secure  from  false  positives  and  defensible  in  a  forum  where 
the  data  may  be  challenged  (e.g.,  a  legal  hearing)  (3). 

Adequate  methods  are  not  in  place,  however,  to  secure  the 
data  from  false  negatives.  Because  the  most  commonly  used 
drug  screening  assay,  the  enzyme  immunoassay  (EIA),  is 
being  used  by  most  clinical  laboratories,  it  is  important 
to  understand  the  assay  limitations,  such  as  specimen  pH 
range,  specific  gravity,  and  ionic  strength  ( 5_) .  An 
interferent  addition  that  might  cause  the  urine  to  be 
outside  these  limitations  would  produce  an  invalid  test. 

Several  methods  of  interference  which  have  been  claimed  to 
produce  false  negative  results  (e.g.,  by  addition  of  a 
foreign  substance)  are  common  knowledge  to  many  individuals 
who  undergo  urine  testing  for  illicit  drugs  ( 6-9 ) . 

The  aim  of  this  study  is  to  investigate  the  ability  of 
certain  commonly  available  substances  to  cause  false 
negative  results  when  introduced  into  a  urine  specimen  that 
would  otherwise  test  positive  by  EIA,  so  as  to  render  the 
enzyme  immunoassay  drug  testing  methodology  ineffective. 

This  would  result  in  erroneous  reporting  of  a  positive 
urine  specimen  as  negative  for  illicit  drugs. 
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Because  those  involved  in  illicit  drug  testing  are 
usually  required  to  provide  a  urine  sample  with  little  or 
no  advance  notice,  they  have  little  opportunity  to 
implement  in  vivo  manipulation  procedures.  Therefore,  this 
study  was  limited  to  in  vitro  urine  adulteration. 

After  conducting  a  literature  search  and  interviews 
with  admitted  drug  abusers,  drug  abuse  treatment  center 
personnel  and  clinical  toxicologists,  eight  different 
substances  were  identified  as  additives  being  used  by  drug 
users  to  contaminate  their  urine  specimens  so  as  to  avoid 
the  detection  of  illicit  drugs.  Suspected  interferents  so 
far  identified  that  are  currently  being  utilized  and 
discussed  within  the  drug  community  are  adulterations  with 
household  vinegar  (6),  table  salt  (6),  liquid  laundry 
bleach  (6J  ,  concentrated  lemon  juice  (7),  caustic  household 
cleansers  (7_) ,  health  foods  such  as  golden  seal  (0) ,  liquid 
handsoap  from  restroom  dispensers  (9J,  and  Visine  eyedrops. 
In  the  studies  reported  herein,  these  substances  were 
introduced  into  EIA-positive  urine  specimens  which  had  also 
been  confirmed  positive  by  gas  chromotography  and  mass 
spectrometry  (GC/MS)  to  determine  their  actual  effect  on 
the  EIA  urine  drug  testing  results. 

By  identifying  a  list  of  commonly  used  interferents 
to  manipulate  urine  specimens,  and  by  verifying  that  false 
negative  results  are  indeed  obtained  by  the  use  of  these 
interferents,  drug  testing  laboratories  can  be  educated  to 
the  fact  that  specimen  adulteration  can  adversely  affect 
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test  results.  Specimen  adulteration  is  a  topic  openly 
discussed  in  drug  literature  circulated  by  illicit  drug 
users,  but  not  adequately  reported  in  laboratory  journals. 
It  is  important  that  the  drug  testing  laboratories  be 
informed. 

This  study  also  attempted  to  identify  an  effective 
means  of  detecting  urine  specimens  that  have  been  con¬ 
taminated  with  a  foreign  substance  so  that  another  urine 
specimen  may  be  obtained  which  will  not  interfere  with  the 
enzyme  immunoassay  technique  of  drug  detection.  This  will 
improve  the  validity  of  illicit  drug  testing  results. 


MATERIALS  AND  METHODS 


Materials 

Morphine  sulfate  (100  mg/dl),  benzoyl  ecognine  (100 
mg/dl ) ,  and  ll-nor-delta-9-THC-9-COOH  (10  ng/ul)  were 
obtained  from  Alltech  Associated  Applied  Science, 

Deerfield,  Illinois.  Amphetamine  sulfate  (100  mg/dl)  was 
obtained  from  Smith  Kline,  Philadelphia,  Pennsylvania. 
Oxazepam  (100  mg/dl)  was  obtained  from  Wyeth  Laboratories, 
Philadelphia,  Pennsylvania.  Secobarbital  was  obtained  from 
Eli  Lilly  and  Company,  Indianapolis,  Indiana.  For  the 
semiquantitative  enzyme  immunoassays,  the  assay  reagents 
(EMIT  d.a.u.)  and  calibrators  were  obtained  from  the  Syva 
Company.  The  instrument  used  for  the  EIA  analysis  was  the 
Hitachi  704  Auto  Analyzer  from  Boehringer  Mannheim 
Diagnostics,  Indianapolis,  Indiana.  The  pH  meter  used  was 
the  Beckman  Expandomatic  SS-2.  The  ref ractometer  used  for 
specific  gravity  determinations  was  the  Reichert  TS  meter. 
The  eight  interferents  investigated  in  this  project  were 
all  purchased  from  a  local  supermarket.  Aliquots  (5  ml) 
from  222  EIA  positive  and  GC/MS-conf irmed  positive  urine 
specimens  were  obtained  from  Associated  Regional  and 
University  Pathologists  (ARUP). 
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Spiked  Urine  Preparation 


Purified  drugs  (metabolite  or  standards)  obtained  from 
the  respective  commercial  manufacturers  were  added  to  10  ml 
aliquots  of  urine  from  a  healthy  drug-free  volunteer. 

These  spiked  aliquots  contained  a  final  concentration  of 
1.0  ug/ml  of  amphetamine,  secobarbital,  oxazepam,  benzoyl 
ecgonine  (cocaine),  morphine,  or  120  ng/ml  of  11-nor-delta- 
9-THC-9-COOH  ( cannabinoid ) ,  as  shown  in  Table  1.  These 
concentrations  are  somewhat  higher  than  twice  the  cut-off 
values  for  a  positive  result.  The  "positive"  cut-off 
values  for  amphetamines,  barbiturates,  cocaine,  benzo¬ 
diazepines  and  opiates  are  0.3  ug/ml.  For  marijuana,  the 
"positive"  cut-off  is  50  ng/ml.  Thus  a  1:1  mixture  of 
spiked  urine  and  interferent  will  provide  for  drug 
concentrations  at  0.5  ug/ml  and  60  ng/ml,  well  above  the 
sensitivity  of  the  test.  Aliquots  of  spiked  urine  samples 
were  diluted  1:1  with  normal  saline  (0.85%  NaCl)  and 
assayed  to  confirm  that  EIA  positive  results  were  obtained 
on  the  dilutions  prior  to  testing  the  interf erents . 


Interferent  Preparation 


Prior  to  mixing  with  the  spiked  urine  samples,  the 
interferents  (e.g.,  liquid  Chlorox  bleach,  household  Heinz 
vinegar.  Vestal  medicated  liquid  handsoap,  liquid  Drano, 
Visine  eye  drops.  Real  Lemon  concentrated  lemon  juice, 
Morton's  table  salt,  and  Natural  Brand  golden  seal)  were 
placed  into  concentrations  thought  to  adversely  affect 
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Secobarbital  100  mg/dl  10  ul  1.0  ug/ml 
Oxazepam  100  mg/dl  10  ul  1.0  ug/ml 
Morphine  sulfate  100  mg/dl  10  ul  1.0  ug/ml 
ll-nor-9-THC-9-COOH  10  ng/ul  120  ul  120  ng/ml 


drug  testing  results  ( 5 ,  9 ,  10 ) ♦  Normal  saline  (0.85% 
NaCl)  was  used  as  a  diluent. 


The  golden  seal  was  prepared  into  a  tea  by  dissolving 
120  mg  of  golden  seal  (ground  leaves  and  stem)  in  1.0  ml  of 
normal  saline  at  37°C.  The  tea  was  covered  and  allowed  to 
sit  overnight  at  4°C.  The  following  day  the  tea  was 
filtered  to  remove  any  undissolved  plant  residue.  The 
golden  seal  tea  was  then  aliquoted  and  placed  into 
concentrations  ranging  from  10  mg/ml  to  50  mg/ml. 

It  has  been  reported  that  salt  concentrations  of 
greater  than  50  mg/ml  (10),  commercial  soap  concentrations 
of  greater  than  1  ml/dl  (9J,  and  solutions  that  change  the 
urine  pH  to  less  than  5  or  greater  than  8  (5)  can  produce  a 
false  negative  result  with  the  Syva  EMIT  test. 

After  these  starting  concentrations  had  been  deter¬ 
mined,  serial  dilutions  of  the  interferent  concentrations 
were  made  and  added  to  fixed  concentrations  of  spiked  urine 
in  order  to  determine  the  minimum  amount  of  interferent 
needed  to  produce  a  false  negative  result. 

Standard  Enzyme  Assay 

The  assay  technique  utilized  in  the  performance  of  the 
urine  drug  testing  for  this  study  was  an  enzyme  immunoassay 
(11).  Because  of  its  cost  effectiveness,  the  assay  most 
commonly  used  in  the  United  States  is  the  EMIT  d.a.u. 
manufactured  by  the  Syva  Company  ( 7_) .  For  this  reason,  the 
EMIT  d.a.u.,  a  system  designed  for  use  in  laboratories  with 


large  sample  throughput  was  used  in  conjunction  with  a 
Hitachi  704  chemistry  analyzer. 

The  EMIT  d.a.u.  is  a  homogeneous  enzyme  immunoassay 
technique  used  for  the  microanalysis  of  specific  compounds 
in  biological  fluids.  In  the  performance  of  an  EMIT  assay, 
urine  is  mixed  with  two  reagents:  Reagent  A  contains 
antibodies  to  the  drug,  the  coenzyme  nicotinamide  adenine 
dinucleotide  (NAD) ,  and  the  substrate  glucose-6-phosphate 
(G-6-P);  Reagent  B  contains  a  drug  derivative  labeled  with 
the  enzyme  glucose-6-phosphate  dehydrogenase  (G6P-DH) . 
Reagent  A  is  added  to  the  sample  first,  and  the  antibody 
binds  to  the  drug  it  recognizes.  Reagent  B  is  added  next, 
and  the  enzyme-labeled  drug  binds  with  any  remaining  drug 
antibodies;  this  binding  decreases  the  enzyme  activity. 

Some  enzyme  remains  unbound  and  therefore  stays  active  in 
the  reaction  mixture.  This  residual  enzyme  activity  is 
directly  proportional  to  the  concentration  of  drug  in  the 
sample.  The  active  enzyme  converts  NAD  to  NADH,  resulting 
in  an  absorbance  change  that  is  measured  spectrophometri- 
cally  at  340  nm.  Bacterial  (Leuconostoc  mesenteroides ) 
G6P-DH  is  used  in  this  assay  (UJ.  Specimens  for  testing 
were  prepared  by  adding  100  ul  of  each  drug-spiked  urine  to 
100  ul  of  each  of  the  interferent  concentrations.  The 
tubes  were  vortexed  (mixed)  and  allowed  to  sit  two  hours  at 
room  temperature  in  order  to  equilibrate  prior  to  use. 

These  samples  were  then  analyzed  on  the  Hitachi  704  with 
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the  Syva  EMIT  d.a.u.  assays  for  amphetamines,  barbiturates, 
benzodiazepine,  cocaine,  opiates,  and  cannabinoids . 

Positive  commercial  controls  and  negative  controls 
(drug-free  urine)  were  run  simultaneously  to  verify  proper 
instrument  operation  and  reporting.  After  the  mixtures  of 
drug-spiked  urine  and  interferents  were  assayed,  mixtures 
of  interferent  concentrations  and  urine  specimens  confirmed 
positive  by  GC/MS  for  illicit  drug  metabolites  were 
assayed. 

The  suspected  interferents  outwardly  seemed  to 
incorporate  pH,  ionic  strength  and  specific  gravity  changes 
to  invalidate  the  testing  (12.).  In  order  to  verify  this, 
the  pH  and  specific  gravity  of  each  sample  were  obtained 
prior  to  the  analysis. 
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RESULTS 


Analysis  of  Drug-Spiked  Urine 

The  drug-free  urine  aliquots  spiked  with  1.0  ug/ml 
(120  ng/ml  of  THC )  of  drug  metabolites  were  assayed  on  the 
Hitachi  704  to  confirm  positive  results  using  the  Syva  EMIT 
d.a.u.  assay  method.  Results  higher  than  the  positive  cut¬ 
off  values  (50  ng/ml  for  THC  and  0.3  ug/ml  for  ampheta¬ 
mines,  barbiturates,  benzodiazepines,  cocaine  and  opiates) 
were  obtained  from  each  aliquot  of  drug-spiked  urine. 

Next,  the  concentrations  of  the  interferents  required 
to  change  the  spiked  urines'  positive  results  to  false 
negative  results  were  determined  by  adding  increasing 
amounts  of  the  suspected  interferents  to  fixed  volumes  (1 
ml)  of  normal  saline  (0.85%  NaCl).  The  interferent 
concentrations  were  then  mixed  1:1  with  the  metabolite- 
spiked  urines  to  find  which  concentrations  produced  false 
negative  results,  and  at  which  concentrations  this  would 
occur.  False  negative  results  were  obtained  when  the 
following  final  concentrations  of  interferents  were  present 
in  the  spiked  urines: 


NaCl 
vinegar 
liquid  bleach 
liquid  Drano 


-  50  mg  NaCl/ml  spiked  urine 

-  85  ul  vinegar/ml  spiked  urine 

-  12  ul  bleach/ml  spiked  urine 

-  12  ul  Drano/ml  spiked  urine 
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liquid  handsoap 
Visine  eye  drops 
lemon  juice 
concentrate 
golden  seal  tea 
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-  12  ul  handsoap/ml  spiked  urine 

-  50  ul  Visine/ml  spiked  urine 

-  500  ul  lemon  juice/ml  spiked 
urine 

-  15  mg  golden  seal/ml  spiked 
urine 

Having  determined  the  concentrations  of  interferents 
that  caused  false  negative  results  in  spiked  urines,  these 
concentrations  served  as  starting  concentrations  to  be 
mixed  with  EIA  positive  and  GC/MS-conf irmed  positive  urine 
specimens  in  order  to  try  to  create  false  negative  results 
in  actual  specimens  containing  representative  drug 
metabolite  concentrations. 


Effect  of  Adulterants  on  Detection 
of  Amphetamines 

Forty  urine  specimens  previously  confirmed  positive 
for  amphetamines  by  GC/MS  were  reassayed  to  obtain  baseline 
absorbance  values  and  estimate  the  concentration  of 
amphetamines  in  each  specimen.  These  assays  were  conducted 
on  100  ul  aliquots  of  positive  urine  mixed  with  100  ul  of 
drug-free  urine.  Absorbance  readings  were  obtained  and 
then  plotted  on  semilogarithmic  graph  paper  (absorbance 
versus  concentration) .  The  semiquantitative  assessment  of 
the  amphetamines  in  each  urine  specimen  was  then  deter¬ 
mined.  The  amphetamine  concentrations  of  the  40  specimens 
ranged  from  a  low  of  0.34  ug/ral  to  a  high  of  4.72  ug/ml. 


Urinalysis  including  pH,  specific  gravity,  urine  color 
and  turbidity  was  performed  on  each  of  the  40  urine 
specimens  prior  to  the  addition  of  any  interferents .  Each 
of  the  40  urine  specimens  was  then  aliquoted  into  100  ul 
portions.  To  each  100  ul  aliquot  was  added  100  ul  of 
varying  concentrations  of  the  eight  different  interferents 
investigated. 

The  mixtures  of  positive  urine  and  interferents  were 
then  analyzed  on  the  Hitachi  704  Auto  Analyzer.  The 
results  are  summarized  in  Table  2.  Urine  samples  contain¬ 
ing  an  estimated  amphetamine  concentration  of  up  to  1.42 
ug/ml  were  falsely  negative  with  NaCl  concentrations  of  75 
mg/ml  urine.  Urine  samples  containing  an  estimated 
amphetamine  concentration  of  up  to  0.52  ug/ml  were  reported 
as  negative  with  liquid  bleach  or  Drano  in  concentrations 
of  12  ul/ml  urine.  For  estimated  amphetamine  concentra¬ 
tions  of  up  to  1.80  ug/ml,  liquid  bleach  or  Drano  con¬ 
centrations  of  23  ul/ml  urine  were  required.  For  estimated 
amphetamine  concentrations  of  up  to  4.50  ug/ml,  the  liquid 
bleach  or  Drano  concentrations  required  were  42  ul/ml 
urine.  The  estimated  amphetamine  concentration  for  a  false 
negative  result  with  a  mixture  of  either  liquid  bleach  or 
Drano  could  be  extended  to  4.65  ug/ml  with  the  bleach  or 
Drano  addition  in  a  concentration  of  125  ul/ml  urine.  No 
effective  interferent  concentrations  of  the  other  inter¬ 
ferents  under  investigation  were  found  that  would  enable  us 
to  change  the  positive  results  to  false  negative.  The 


Amphetamine  Results  of  GC/MS-conf irmed  Positive  Urine  Specimens 

Mixed  with  Interferents 
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concentrated  lemon  juice  added  in  vitro  to  the  EIA  positive 
and  GC/MS-conf irmed  positive  urines  had  no  effect  on  any  of 
the  assay  results,  regardless  of  the  levels  introduced. 

Urinalysis  was  repeated  on  the  adulterated  urine 
specimens  that  changed  from  testing  positive  to  negative. 
The  pH,  specific  gravity,  urine  color  and  turbidity  were 
again  recorded.  A  comparison  of  the  pre-  and  post¬ 
urinalysis  results  has  been  presented  at  the  end  of  this 
section. 

Effect  of  Adulterants  on  Detection 
of  Barbiturates 

Twenty  urine  specimens  previously  confirmed  positive 
for  barbiturates  by  GC/MS  were  reassayed  to  obtain  baseline 
absorbance  values  and  estimate  the  concentration  of 
barbiturates  in  each  specimen.  These  assays  were  conducted 
on  100  ul  aliquots  of  positive  urine  mixed  with  100  ul  of 
drug-free  urine.  Absorbance  readings  were  obtained  and 
then  plotted  on  semilogarithmic  graph  paper  (absorbance 
versus  concentration).  The  semiquantitative  concentration 
of  the  amount  of  barbiturates  in  each  urine  specimen  was 
then  determined.  The  barbiturate  concentrations  of  the  20 
specimens  ranged  from  a  low  of  0.38  ug/ml  to  a  high  of  2.90 
ug/ml . 

Urinalysis  was  conducted  on  each  of  the  20  urine 
specimens  before  and  after  addition  of  the  inter ferents . 

The  pH,  specific  gravity,  urine  color  and  turbidity  were 
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recorded.  The  data  comparison  is  discussed  later  in  this 
sect  ion . 

Each  of  the  20  urine  specimens  was  then  aliquoted  into 
100  ul  portions.  To  each  100  ul  aliquot  was  added  100  ul 
of  varying  concentrations  of  the  eight  different  inter- 
ferents. 

The  mixtures  of  positive  urine  and  interferents  were 
then  analyzed  on  the  Hitachi  704  Auto  Analyzer.  The 
results  are  summarized  in  Table  3.  Urine  samples  contain¬ 
ing  an  estimated  barbiturate  concentration  of  up  to  0.38 
ug/ml  were  falsely  negative  with  NaCl  concentrations  of  75 
mg/ml  urine.  Urine  samples  containing  an  estimated 
barbiturate  concentration  of  up  to  0.38  ug/ml  were  reported 
as  negative  with  a  liquid  handsoap  concentration  of  23 
ul/ml  urine,  and  with  liquid  handsoap  concentrations  of  107 
ul/ml  urine,  the  estimated  barbiturate  concentrations 

.mg  a  false  negative  result  could  be  extended  to  1.10 
Uj,  ml  Liquid  bleach  and  Drano  also  affected  this  assay. 
Urine  samples  containing  an  estimated  barbiturate  con¬ 
centration  of  up  to  0.38  ug/ml  were  reported  as  negative 
when  bleach  or  Drano  concentrations  of  23  ul/ml  urine  were 
added,  and  with  bleach  or  Drano  concentrations  of  125  ul/ml 
urine,  the  estimated  barbiturate  concentrations  showing  a 
false  negative  result  could  be  extended  to  1.10  ug/ml.  No 
effective  concentrations  of  the  other  interferents  under 
investigation  were  found  that  would  enable  us  to  change  the 
positive  results  to  falsely  negative. 
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Effect  of  Adulterants  on  Detection 
of  Benzodiazepines 

Forty  urine  specimens  previously  confirmed  positive 
for  benzodiazepines  by  GC/MS  were  reassayed  to  obtain 
baseline  absorbance  values  and  estimate  the  concentration 
of  benzodiazepines  in  each  specimen.  These  assays  were 
conducted  on  100  ul  aliquots  of  positive  urine  mixed  with 
100  ul  of  drug-free  urine.  Absorbance  readings  were 
obtained  and  then  plotted  on  semilogarithmic  graph  paper 
(absorbance  versus  concentration).  The  semiquantitative 
concentration  of  the  amount  of  benzodiazepines  in  each 
urine  specimen  was  then  determined.  The  benzodiazepine 
concentrations  of  the  40  specimens  ranged  from  a  low  of 
0.38  ug/ml  to  a  high  of  >6.50  ug/ml . 

Urinalysis  was  then  conducted  on  each  of  the  40  urine 
specimens  before  and  after  addition  of  the  inter ferents . 

The  pH,  specific  gravity,  urine  color  and  turbidity  were 
recorded.  The  data  comparison  is  discussed  later  in  this 
section . 

Each  of  the  40  urine  specimens  was  then  aliquoted  into 
100  ul  portions.  To  each  100  ul  aliquot  was  added  100  ul 
of  varying  concentrations  of  the  eight  different  inter- 
f erents . 

The  mixtures  of  positive  urine  and  interferents  were 
then  analyzed  on  the  Hitachi  704  Auto  Analyzer.  The 
results  are  summarized  in  Table  4.  Urine  containing  an 
estimated  benzodiazepine  concentration  of  up  to  0.78  ug/ml 
was  falsely  negative  with  Visine  concentrations  of  107 


ve  EIA  result 
negative  EIA  result 
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ul/ml  of  urine.  Urine  samples  containing  an  estimated 
benzodiazepine  concentration  of  up  to  6.20  ug/ml  were 
falsely  negative  with  a  liquid  handsoap  concentration  of  42 
ul/ml  urine.  Urine  samples  containing  an  estimated 
benzodiazepine  concentration  of  up  to  2.56  ug/ml  were 
falsely  negative  with  liquid  bleach  or  Drano  concentrations 
of  125  ul/ml  urine.  No  effective  concentrations  of  the 
other  interferents  were  found  that  would  enable  us  to 
change  the  positive  results  to  negative. 


Effect  of  Adulterants  on  Detection 
of  Cocaine 

Forty  urine  specimens  previously  confirmed  for  cocaine 
by  GC/MS  were  reassayed  to  obtain  baseline  absorbance 
values  and  estimate  the  concentration  of  cocaine  in  each 
specimen.  It  is  important  to  note  that  in  determining 
cocaine  concentration,  that  benzoyl  ecgonine  (a  primary 
cocaine  metabolite)  concentration  is  what  was  actually 
being  measured.  For  simplicity,  the  two  terms  in  this 
paper  will  be  used  interchangeably.  These  assays  were 
conducted  on  100  ul  aliquots  of  positive  urine  mixed  with 
100  ul  of  drug-free  urine.  Absorbance  readings  were 
obtained  and  then  plotted  on  semilogar ithmic  graph  paper 
(absorbance  versus  concentration).  The  semiquantitative 
concentration  of  the  amount  of  cocaine  in  each  urine 
specimen  was  then  determined.  The  cocaine  concentrations 
of  the  40  specimens  ranged  from  a  low  of  0.30  ug/ml  to  a 
high  of  >2.70  ug/ml. 
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Urinalysis  was  then  conducted  on  each  of  the  40  urine 
specimens  before  and  after  addition  of  the  inter ferents . 

The  pH,  specific  gravity,  urine  color  and  turbidity  were 
recorded.  The  data  comparison  is  discussed  later  in  this 
section. 

Each  of  the  40  urine  specimens  was  then  aliquoted  into 
100  ul  portions.  To  each  100  ul  was  added  100  ul  of 
varying  concentrations  of  the  eight  different  interferents . 

The  mixtures  of  positive  urine  and  interferents  were 
then  analyzed  on  the  Hitachi  704  Auto  Analyzer.  The 
results  are  summarized  in  Table  5.  Urine  containing  an 
estimated  cocaine  concentration  of  up  to  1.18  ug/ml  was 
falsely  negative  with  NaCl  concentrations  of  75  mg/ml  of 
urine.  Urine  samples  containing  an  estimated  cocaine 
concentration  of  up  to  1.18  ug/ml  were  falsely  negative 
with  liquid  bleach  or  Drano  in  concentrations  of  42  ul/ml 
of  urine.  The  estimated  cocaine  concentrations  reported  as 
falsely  negative  could  be  extended  to  1.72  ug/ml  with  the 
addition  of  bleach  or  Drano  at  a  concentration  of  58  ul/ml 
of  urine,  and  with  a  caustic  concentration  of  125  ul/ml  of 
urine,  the  estimated  cocaine  concentration  reported  as 
negative  could  be  extended  even  further  to  1.82  ul/ml.  No 
effective  concentrations  of  the  other  interferents  under 
investigation  were  found  that  would  enable  us  to  change  the 
positive  results  to  negative. 


Cocaine  Results  of  GC/MS-confirmed  Positive  Urine 
Specimens  Mixed  with  Interferents 
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Effect  of  Adulterants  on  Detection 
of  Opiates 

Forty  urine  specimens  previously  confirmed  positive 
for  opiates  by  GC/MS  were  reassayed  to  obtain  baseline 
absorbance  values  and  estimate  the  concentration  of  opiates 
in  each  specimen.  These  assays  were  conducted  on  100  ul 
aliquots  of  positive  urine  mixed  with  100  ul  of  drug-free 
urine.  Absorbance  readings  were  obtained  and  then  plotted 


on  semilogar ithmic  graph  paper  (absorbance  versus  con¬ 
centration).  The  semiquantitative  concentration  of  the 
amount  of  opiates  in  each  urine  specimen  was  then  deter¬ 
mined.  The  opiate  concentrations  of  the  40  specimens 
ranged  from  a  low  of  0.31  ug/ml  to  a  high  of  >2.70  ug/ml . 

Urinalysis  was  then  conducted  on  each  of  the  40  urine 
specimens  before  and  after  addition  of  the  interferents . 

The  pH,  specific  gravity,  urine  color  and  turbidity  were 
recorded.  The  data  comparison  is  discussed  later  in  this 
section . 

Each  of  the  40  urine  specimens  was  then  aliquoted  into 
100  ul  portions.  To  each  100  ul  aliquot  was  added  100  ul 
of  varying  concentrations  of  the  eight  different  inter¬ 
ferents  . 

The  mixtures  of  positive  urine  and  interferents  were 
then  analyzed  on  the  Hitachi  704  Auto  Analyzer.  The 
results  are  summarized  in  Table  6.  Urine  containing  an 
estimated  opiate  concentration  of  up  to  0.78  ug/ml  was 
falsely  negative  with  NaCl  concentrations  of  50  mg/ml  of 
urine.  Urine  samples  containing  an  estimated  opiate 
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Opiate  Results  of  GC/MS-conf irmed  Positive  Urine 
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concentration  of  up  to  2.36  ug/ml  were  reported  as  negative 
when  liquid  bleach  or  Drano  concentrations  of  23  ul/ml  of 
saline  was  added.  The  estimated  opiate  concentration  of  up 
to  2.70  ug/ml  was  falsely  negative  with  bleach  or  Drano 
concentrations  of  42  ul/ml  of  urine.  Two  samples  contain¬ 
ing  an  estimated  opiate  concentration  of  2.70  ug/ml 
required  a  bleach  or  Drano  concentration  of  125  ul/ml  of 
urine.  No  effective  concentrations  of  the  other  inter- 
ferents  under  investigation  were  found  that  would  enable  us 
to  change  the  positive  results  to  negative. 

Effect  of  Adulterants  on  Detection 
of  Marijuana 

Forty-two  urine  specimens  previously  confirmed 
positive  for  marijuana  by  GC/MS  were  reassayed  to  obtain 
baseline  absorbance  values  and  estimate  the  concentration 
of  THC  in  each  specimen.  It  is  important  to  note  that  the 
THC  concentration  measured  is  actually  the  ll-nor-delta-9- 
THC-9-COOH  (cannabinoid  metabolite)  concentration.  For 
simplicity,  the  term  THC  will  be  used  when  describing 
marijuana  concentrations.  These  assays  were  conducted  on 
100  ul  aliquots  of  positive  urine  mixed  with  100  ul  of 
drug-free  urine.  Absorbance  readings  were  obtained  and 
then  plotted  on  semilogar ithmic  graph  paper  (absorbance 
versus  concentration).  The  THC  concentrations  of  the  42 
specimens  ranged  from  a  low  of  31  ng/ml  to  a  high  of  122 
ng/ml . 
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Urinalysis  was  then  conducted  on  each  of  the  42  urine 
specimens  before  and  after  addition  of  the  inter ferents . 

The  pH,  specific  gravity,  urine  color  and  turbidity  were 
recorded.  The  data  comparison  is  discussed  later  in  this 
section. 

Each  of  the  42  urine  specimens  was  then  aliquoted  into 
100  ul  portions.  To  each  100  ul  aliquot  was  added  100  ul 
of  varying  concentrations  of  the  eight  different  inter- 
ferents. 

The  mixtures  of  positive  urine  and  interferents  were 
then  analyzed  on  the  Hitachi  704  Auto  Analyzer.  The 
results  are  summarized  in  Table  7.  Urine  containing  an 
estimated  THC  concentration  of  up  to  80  ng/ml  was  falsely 
negative  with  NaCl  concentrations  of  25  mg/ml  urine  and  the 
estimated  THC  concentration  could  be  extended  up  to  122 
ng/ml  with  the  addition  of  NaCl  concentrations  of  50  mg/ml 
of  urine.  Urine  specimens  containing  an  estimated  THC 
concentration  of  up  to  122  ng/ml  were  falsely  negative  with 
the  addition  of  Visine,  liquid  handsoap,  or  bleach/Drano  in 
the  following  concentrations:  125  ul  Visine/ml  of  urine; 

12  ul  liquid  handsoap/ml  of  urine;  and  12  ul  bleach  or 
Drano/ml  of  urine,  respectively.  Golden  seal  tea  in  a 
concentration  of  15  mg/ml  of  urine  would  produce  false 


negative  results  in  estimated  THC  concentrations  of  up  to 
61  ng/ml.  The  estimated  THC  concentration  range  of  up  to 
122  ng/ml  would  produce  negative  results  with  a  golden  seal 


tea  concentration  of  30  mg/ml  of  urine.  Vinegar  in 
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concentrations  of  125  ul/ml  of  saline  would  produce 


negative  results  in  estimated  THC  concentrations  of  up  to 


40  ng/ml.  The  only  interferent  being  investigated  that  had 


no  effective  concentration  to  change  the  positive  results 


to  falsely  negative  was  the  lemon  juice. 


Urinalysis  Results  Evaluation 


An  initial  routine  urinalysis  was  performed  on  each  of 


the  unadulterated  222  GC/MS-conf irmed  positive  specimens 


used  in  this  investigation  and  a  repeat  urinalysis  was 


performed  on  the  adulterated  urines  that  were  successful  in 


changing  the  positive  urines  to  falsely  negative  results. 


The  urinalysis  included  determination  of  the  pH,  specific 


gravity,  urine  color  and  turbidity.  The  adulterated  urines 


were  composed  of  a  1:1  mixture  of  unadulterated  urine  and 


interferent.  The  two  sets  of  urinalysis  data  were  then 


compared  to  identify  any  significant  differences.  Table  8 


summarizes  the  differences  between  the  adulterated  and 


unadulterated  (normal  drug  free)  urine. 


It  was  found  that  urines  adulterated  with  NaCl  had  a 


specific  gravity  that  was  completely  off  the  scale  of  the 


ref ractometer  (value  >1.035).  Urines  adulterated  with 


bleach,  Drano,  or  liquid  handsoap  had  a  high  alkaline  pH. 


Conversely,  urines  adulterated  with  vinegar  had  an  acidic 


pH.  Urines  adulterated  with  liquid  handsoap  in  a  con¬ 


centration  high  enough  to  adversely  affect  the  EIA  assay 


appeared  to  show  abnormal  cloudiness.  The  urines  adul¬ 


terated  with  golden  seal  tea  had  an  abnormal  brownish 
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Table  8 

Urinalysis  Results  of  Adulterated  EIA  Positive  and 
GC/MS-conf irmed  Positive  Urines  Reported 
as  Falsely  Negative 


PH 

Specific  Gravity 

Appearance 

Normal  Human  Urine 

5-7 

1.005-1.030 

clear/yellow 

URINE  RESULTS  AFTER 

ADULTERATION  WITH: 

NaCl 

25  mg /ml 

5.5 

>1.035 

clear/yellow 

50  mg/ml 

5.5 

>1.035 

clear/yellow 

75  mg /ml 

5.5 

>1.035 

clear/yellow 

Liquid  Drano 

12  ul/ml 

6 

1.018 

clear/yellow 

23  ul/ml 

7 

1.019 

clear/yellow 

42  ul/ml 

8 

1.020 

clear/yellow 

58  ul/ml 

8.5 

1.022 

clear/yellow 

125  ul/ml 

11 

1.028 

clear/yellow 

Liquid  Handsoap 

12  ul/ml 

6 

1.018 

cloudy/yellow 

23  ul/ml 

6 

1.020 

cloudy/yellow 

42  ul/ml 

7 

1.021 

cloudy /yellow 

107  ul/ml 

8 

1.033 

cloudy /yellow 

Visine 

107  ul/ml 

5 

1.016 

clear/yellow 

125  ul/ml 

5.5 

1.018 

clear/yellow 

Vinegar 

125  ul/ml 

4 

1.018 

clear/yellow 

Golden  Seal 

15  mg/ml 

6 

1.022 

clear/brown 

30  mg/ml 

6 

1.024 

clear/brown 
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color.  It  was  interesting  to  note  that  the  only  inter- 
ferent  that  gave  results  physiologically  similar  to  normal 
urine  and  thus  could  not  be  detected  through  a  routine 
urinalysis  was  Visine.  This  was  normal  and  completely 
expected  as  Visine  is  an  isotonic  solution. 


i 
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DISCUSSION 


After  performing  EIA  assays  on  the  drug-spiked  urines 


and  the  222  adulterated  GC/MS-conf irmed  positive  specimens. 


four  important  observations  can  be  made.  First,  urine 


specimens  can  be  adulterated  to  produce  false  negative 


results.  In  vitro  addition  of  interferents  such  as  NaCl, 


bleach,  Drano,  liquid  handsoap,  Visine,  golden  seal  tea,  or 


vinegar  can  produce  a  false  negative  result  in  urine 


containing  illicit  drug  metabolites.  Second,  concentra¬ 


tions  of  interferents  required  to  produce  false  negative 


results  vary  with  drug  concentration  and  are  different  for 


the  adulterated  GC/MS-conf irmed  positive  urine  samples  than 


for  the  drug-free  urine  samples  spiked  with  pure  drug 


metabolites.  This  supports  the  possibility  that  inter¬ 


ference  results  from  a  direct  reaction  between  the  drugs  or 


metabolites.  This  is  especially  evident  when  bleach  or 


Drano  is  added.  At  specific  concentrations,  either  of 


these  two  interferents  successfully  creates  false  negative 


drug  results  up  to  a  certain  estimated  drug  concentration. 


To  continue  to  create  false  negative  results  with  higher 


drug  concentrations,  larger  quantities  of  interferent  are 


required.  This  could  also  be  explained  by  the  oxidation  of 


NADH  until  the  oxidizing  capacity  of  the  interferent  is 


used  up  and  then  NADH  could  accumulate  and  the  results  turn 
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positive.  Third,  consistent  results  are  obtained  with 
increasing  concentrations  of  drugs.  There  is  not  a  mixture 
of  positive  results  among  the  falsely  negative  results. 
Finally,  the  interferents  do  not  effect  all  of  the  six 
drugs  assayed  in  the  same  manner  or  in  the  same  concentra¬ 
tions.  Table  9  summarizes  interferents  which  caused  false 
negative  results.  Interference  seems  to  be  due  to  the 
uniqueness  of  each  drug's  chemical  and  physical  properties. 

The  concentration  of  interferent  required  to  change 
the  assay  results  from  positive  to  negative  depends  on  the 
drug  concentration  as  illustrated  in  Tables  2  through  7. 

The  THC  assay  was  the  assay  most  easily  manipulated  to 
produce  false  negative  results,  while  the  barbiturate  assay 
was  the  most  difficult. 

Three  criteria  were  used  in  selecting  possible 
interferents.  First,  the  change  in  assay  results  from 
positive  to  negative  must  not  be  due  to  dilution  alone. 

The  experimental  design  called  for  the  assaying  of  positive 
urine  specimens  diluted  1:1  with  normal  saline  to  verify 
that  the  diluted  specimens  remained  positive.  Secondly, 
quantities  of  interferent  to  be  added  must  be  small  enough 
to  be  hidden  on  one's  person.  If  illicit  drug  users 
intended  to  adulterate  their  urine  for  the  purpose  of 
avoiding  detection,  they  must  conspicuously  transport  the 
interferent  into  the  restroom.  Thirdly,  the  added 
interferent  could  not  leave  an  obvious  precipitate  or 
residue  in  the  urine  specimen  container. 


Table  9 


Summary  of  Interferent  Concentrations  which  Produce  False 
Negative  Results  in  EIA  Drug  Assays 


Assay  Interferent  Concentration  Drug  Concentration 


Amphetamine 


75  mg/ml  NaCl 

12  ul/ml  Drano  or  bleach 

23  ul/ml  Drano  or  bleach 

42  ul/ml  Drano  or  bleach 

125  ul/ml  Drano  or  bleach 


0.34-1.42  ug/ml 
0.34-0.52  ug/ml 
0.34-1.80  ug/ml 
0.34-4.50  ug/ml 
0.34-4.65  ug/ml 


Barbiturate 


75  mg/ml  NaCl 
23  ul/ml  liquid  soap 
107  ul/ml  liquid  soap 
23  ul/ml  Drano  or  bleach 
125  ul/ml  Drano  or  bleach 


0.38  ug/ml 
0.38  ug/ml 
0.38-1.10  ug/ml 
0.38  ug/ml 
0.38-1.10  ug/ml 


Benzodiazepine  107  ul/ml  Visine  0.38-0.78  ug/ml 

42  ul/ml  liquid  soap  0.38-6.20  ug/ml 

125  ul/ml  Drano  or  bleach  0.38-2.56  ug/ml 


Cocaine 


75  mg/ml  NaCl 
42  ul/ml  Drano  or  bleach 
58  ul/ml  Drano  or  bleach 
125  ul/ml  Drano  or  bleach 


0.30-1.18  ug/ml 
0.30-1.18  ug/ml 
0.30-1.72  ug/ml 
0.30-1.82  ug/ml 


Opiates 


50  mg/ml  NaCl 
23  ul/ml  Drano  or  bleach 
42  ul/ml  Drano  or  bleach 
125  ul/ml  Drano  or  bleach 


0.31-0.78  ug/ml 
0.31-2.36  ug/ml 
0.31-2.70  ug/ml 
0.31-2.70  ug/ml 


Marijuana 


25  mg/ml  NaCl 
50  mg/ml  NaCl 
125  ul/ml  Visine 
12  ul/ml  liquid  soap 
12  ul/ml  Drano  or  bleach 
15  mg/ml  golden  seal 
30  mg/ml  golden  seal 
125  ul/ml  vinegar 


31-80  ng/ml 
31-122  ng/ml 
31-122  ng/ml 
31-122  ng/ml 
31-122  ng/ml 
31-61  ng/ml 
31-122  ng/ml 
31-40  ng/ml 
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The  usual  volume  of  urine  required  for  submission  to  a 
drug  testing  laboratory  is  60  ml.  Based  upon  a  60  ml  urine 
volume,  the  minimum  amounts  of  interferent  required  to 
change  the  positive  results  to  falsely  negative  were 
calculated.  Liquid  interferents  varied  from  0.7  ml  to  7.5 
ml.  The  amount  of  solid  interferents  required  varied  from 
0.9  grams  to  4.5  grams.  However,  the  quantities  of 
interferents  required  to  alter  drug  testing  results  depends 
on  drug  and  metabolite  concentrations  and  purities. 
Individuals  intent  on  adulterating  their  urine  specimen  do 
not  know  the  drug  concentration  in  their  urine. 

A  determination  of  the  mechanisms  by  which  the 
interferents  are  able  to  alter  drug  testing  results  is 
beyond  the  scope  of  this  project.  However,  the  evidence 
suggests  that  several  mechanisms  may  be  involved.  NaCl 
interference  suggests  ionic  strength  may  alter  protein 
structures  as  a  possible  mechanism  for  altering  drug 
binding  or  enzyme  activities.  Also,  the  high  salt 
concentration  could  cause  the  drug  to  precipitate.  The 
salt  could  react  with  the  cofactor  or  substrate  and  thus 
interfere  with  the  assay  reaction.  Vinegar  (5%  acetic 
acid),  due  to  its  acidic  pH,  could  slow  the  assay  reaction. 
Liquid  bleach  (5.26%  sodium  hypochlorite)  and  Drano  (1.7% 
NaOH  and  6%  sodium  hypochlorite)  are  presumed  to  affect  the 
drug  assays  by  their  oxidation  capabilities.  When  liquid 
bleach  or  Drano  was  added  to  NADH,  the  NADH  was  oxidized, 
decreasing  the  absorbance  at  340  nm.  The  alkaline  pH  is 
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also  capable  of  altering  the  structure  of  the  enzyme  used 
in  the  assay.  The  liquid  handsoap  (which  contains  sodium 
lipid  salts)  may  interfere  by  a  combination  of  pH  and  ionic 
strength  or  may  remove  the  drug  by  forming  an  insoluble 
complex.  Soaps  may  also  increase  drug  binding  sites  on  the 
antibody  resulting  in  decreased  activity  in  the  assay 
reaction.  Turbidity  of  the  adulterated  urine  sample  may 
also  interfere  with  absorbance  measurements.  With  golden 
seal,  the  active  ingredients  are  claimed  to  be  hydrastine 
and,  to  a  lesser  extent,  bereberine;  either  might  compete 
with  the  drug  for  the  assay  materials.  The  golden  seal  tea 
also  altered  the  340  nm  absorbance  of  the  reaction  mixture. 
The  active  ingredient  in  Visine  is  tetrahydrozaline .  With 
no  pH,  ionic  strengh,  or  tubidimetric  differences  from 
urine,  a  possible  mechanism  of  interference  could  be 
competitive  binding  for  the  drug  assay  materials. 

Since  it  has  been  shown  that  the  EIA  drug  assays  can 
be  invalidated  by  specimen  adulteration,  it  is  recommended 
that  drug  testing  should  include  the  assesment  of  pH, 
specific  gravity,  and  urine  appearance.  Suspect  urine 
specimens  should  be  rejected  and  new  specimens  obtained. 
Because  urine  specimens  can  be  successfully  adulterated  and 
not  all  adulterants  can  be  detected,  observed  collection  is 
strongly  recommended. 
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